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Symbols: 

The following symbols may be used in this manual 

WARNING: Failure to follow the instructions may result in personal injury or damage to the instrument. 
 
PC Specification: 
The Logger requires a PC of the following minimum specificaǘƛƻƴ ǘƻ ƳŀƪŜ ōŜǎǘ ǳǎŜ ƻŦ ǘƘŜ ǇǊƻŘǳŎǘΩǎ 
capabilities. 
 
Windows: Vista or XP Pro  
Processor: Pentium 4 or Centrino mobile 2.0 GHz+ 
RAM:   256MB+ 
Display:  32 bit colour 1024  x 768 minimum 
USB:   

 
A lower spec PC may provide satisfactory performance, but the graphing capability, particularly with larger 
surveys will be slower.  Download speed is dependant on the USB port spec. 
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The SPCPro2 ŀƴŘ ƛǘǎ ŘŜŘƛŎŀǘŜŘ t/ ǎƻŦǘǿŀǊŜ ǇŀŎƪŀƎŜ ΨtƻǿŜǊtŀŎƪtǊƻΩ ŎƻƳōƛƴŜ ƴŜǿ 
technology and years of experience into an unbeatable low-cost package. 
 
It is the latest development of the well-ǇǊƻǾŜƴ άо ŎǳǊǊŜƴǘǎΣ м ǾƻƭǘŀƎŜέ ŘŜǎƛƎƴΣ ǿƘƛŎƘ 
allows accurate 3 phase power and energy measurements to be made safely.  The unit 
uses 3 off flex type CTs (current transformers) for current measurement, and a standard 
wall socket plug for voltage measurement and power supply.  Set up and download of 
the SPCPro2 is via a USB connection to any PC running Windows XP or later software, 
and all survey data and user settings are securely saved in non-ǾƻƭŀǘƛƭŜ ΨŦƭŀǎƘΩ ƳŜƳƻǊȅΦ 
 
The instrument uses a sophisticated auto-ranging measurement technique which 
ensures that excellent accuracy is maintained from 2 amps to 2000 amps without the 
need for any user-setting of range, or swapping of CTs.  It has been developed with ease-
of-use as a No 1 priority and is therefore simple to set up, connect and download, 
assuring even non-technical or inexperienced users of correct results from day one. 
 
 
 
 
 

The SPCPro2 is a professional-grade instrument for the measurement and 
logging of three-phase and single phase electrical loads.  It is able to measure the 
following parameters: 
 
Voltage amplitude x 1 
Current amplitude x 3 
Current phase angle* x 3 
 
*Referenced to the measured voltage 
 
From the above data, the following parameters are presented via the 
ƛƴǎǘǊǳƳŜƴǘΩǎ ŘŜŘƛŎŀǘŜŘ ǎƻŦǘǿŀǊŜ ǇŀŎƪŀƎŜ ΨtƻǿŜǊtŀŎƪtǊƻΩΦ 
 
Voltage (1 phase) 
Current (3 phases) 
Power Factor (3 phase average) 
kW (active power (3 phase total) 
kWh (active energy) (3 phase total) 
kVArh (reactive energy) (3 phase total) 
Cost  
CO2 Emissions (kg) 
 
The unit is fully self-contained and is supplied with a set flex-type CTs, plus 
voltage connection and PC connection (USB) cables.  The rechargeable battery 
provides on-board power for surveys of up to 2 weeks duration where mains 
power is not available. 
 

INTRODUCTION 

DESCRIPTION 



 
 
 
 
 
The SPCPro2 uses a rechargeable internal battery to provide power for surveys 
where a mains voltage is not available, and to provide back-up power in the 
event of a mains failure during a normal survey.  The battery will charge 
whenever the unit is connected to a mains supply, but a faster charge rate is 
achieved with the unit switched off.  It is strongly recommended that the battery 
is charged for a minimum of 12 hours prior to commencing a survey.  Battery 
condition may be checked via the software interface. 
 
The unit requires little or no set up prior to commencing a survey, as the only 
user-definable variable is the survey storage period/survey length.  This is set via 
the PC software.  Once the storage rate has been set, it is not necessary to 
repeat the procedure for future surveys unless the rate is changed. 
 

FNote: If the instrument does not power up as expected, or does not 

communicate correctly with the PC, a GENERAL RESET may be carried out by 
pressing and holding both buttons simultaneously for 3 seconds.  The unit will 
reboot when the buttons are released. 
 
 
 
 
        Logging Indicator                   Multi-function Display 

 
 

 
 
 USB Stick Download                             Power Indicator 
 
 

Sleep Button         Reset/Start Button             USB Connection Socket 

 
 

SET UP & USE 

THE FRONT PANEL 



Display: 
 
On start-up the display shows the logger status, followed by measurement 
values for current and voltage. 
 

 
 

 
 

Return to the logger status screen by briefly ǇǊŜǎǎƛƴƎ ǘƘŜ ά{ǘŀǊǘκwŜǎŜǘέ ōǳǘǘƻƴΦ 
 
Sleep Button: 
 
TƘŜ Ψstop/ǎƭŜŜǇΩ ōǳǘǘƻƴ ǿƛƭƭ ǎǿƛǘŎƘ ǘƘŜ ǳƴƛǘ ƛƴǘƻ ǎǘŀƴŘōȅ ƳƻŘŜΦ  LŦ ǘƘŜ ǳƴƛǘ ƛǎ 
recording when the button is pressed, the display will warn that the survey will 
terminate, and provide a 5 second countdown to avoid unintended operation. 
 
Reset/Start Button: 
tǊŜǎǎƛƴƎ ǘƘŜ ΨwŜǎŜǘκ{ǘŀǊǘΩ ōǳǘǘƻƴ ƛƴƛǘƛŀǘŜǎ ŀ р ǎŜŎƻƴŘ ŎƻǳƴǘŘƻǿƴ ǇǊƛƻǊ ǘƻ 
commencing logging. 
 
 

FNOTE: Any data stored in logger memory is erased when a new 

survey is started. 
 

FNOTE: The USB Memory Stick memory will not be erased when a 

new survey is started. 



Power Indicators: 
TƘŜ ōƭǳŜ ΨǇƻǿŜǊΩ ƛƴŘƛŎŀǘƻǊ ǿƛƭƭ ƛƭƭǳƳƛƴŀǘŜ ǿƘŜƴ ǘƘŜ ǳƴƛǘ ƛǎ ŎƻƴƴŜŎǘŜŘ ǘƻ ŀ ǾŀƭƛŘ 
supply voltage (175-300 VAC).  WƘŜƴ ǘƘŜ ƭŜŘ ƛǎ ΨƻŦŦΩ ǘƘŜ SPCPro2 is operating 
from battery power. 
 
Logging Indication: 
¢ƘŜ ǊŜŘ ΨƭƻƎƎƛƴƎΩ ƛƴŘƛŎŀǘƻǊ ǇǊƻǾƛŘŜǎ ŀ ǎƘƻǊǘ ŦƭŀǎƘ ŜǾŜǊȅ ŦŜǿ ǎŜŎƻƴŘǎ ǿƘƛƭǎǘ ŀ 
survey is taking place. 
 
USB Connection Socket: 
The SPCPro2 is connected to a PC from this porǘ ǳǎƛƴƎ ŀ ǎǘŀƴŘŀǊŘ ¦{. Ψ! ǘƻ .Ω 
interface cable (supplied). 
 
 
SETTING UP 
 
wŜŦŜǊ ǘƻ ǘƘŜ ΨtƻǿŜǊtŀŎƪtǊƻΩ ǎŜŎǘƛƻƴ ƻŦ ǘƘƛǎ Ƴŀƴǳŀƭ ŦƻǊ ŘŜǘŀƛƭŜŘ ƛƴǎǘǊǳŎǘƛƻƴǎ ƻƴ 
setting up the SPCPro2 prior to commencing operation. 
 
 
 
 
 
CONNECTING UP 
 
Voltage Connection: 
 
Mains connection should be carried out via the supplied lead to a 230VAC wall 
socket.  If a wall socket of the correct type is not available refer to Elcomponent 
for availability of alternative connection cables. 
 

Warning: The connected voltage must not exceed 300VAC.  
Exceeding the voltage will damage the instrument and could be 
hazardous. 

 
 
Current Connection: 
 
The SPCPro2 is suitable for use on both single phase and three phase supplies.  
Current measurement connections are made by clipping the flex-type CTs around 
the conductors as shown in the following diagrams and pictures. 
 

FNOTE: It is important to be able to identify cables correctly when 

carrying out electrical surveys.  Failure to do so may compromise the 
accuracy of results obtained.  Please refer to Appendix 2 for 
information on UK wiring connections.  If you are working outside the 
UK, additional information may be required. 



FNOTE: Single Phase Connection ς CT connection must be made 

using L1.  If mains connection is made, this should be V1.  If this 
cannot be checked the survey can be carried out on battery. 

 
 

 
 

 

 

 

 
 

FNOTE: It is essential to orientate the CTs with the arrow pointing 

towards the load as shown. 
 

FNOTE: It is essential that the phase cables are correctly identified 

when connecting the flex CTs.  (See Appendix 2 for more information 
on phase identification). 

 



FNOTE: It is not necessary to have a wall socket voltage connection 

available to carry out a survey.  The SPCPro2 will continue to operate 
on battery power for up to two weeks on a fully charged battery.  In 
this case, power and energy values are based on user-defined 
references. 

 
STARTING A SURVEY 
 
Once the unit is connected, logging is initiated by pressing and holding the 
Ψ{ǘŀǊǘκwŜǎŜǘΩ ōǳǘǘƻƴ ŦƻǊ р ǎŜŎƻƴŘǎΦ bƻǘŜ ǘƘŀǘ ǘƘŜ ŘƛǎǇƭŀȅ ǿƛƭƭ ΨŎƻǳƴǘ ŘƻǿƴΩ ǘƻ ǘƘŜ 
survey start.  Logging is confirmed by ǘƘŜ ǊŜŘ ΨƭƻƎƎƛƴƎΩ ƭŜŘ ŦƭŀǎƘƛƴƎ ŜǾŜǊȅ ŦŜǿ 
seconds. 
 
CƻǊ άDƻƻŘ IƻǳǎŜƪŜŜǇƛƴƎέ ς ǇǊŜǎǎ ǘƘŜ άǎǘŀǊǘκǊŜǎŜǘέ ōǳǘǘƻƴ ōǊƛŜŦƭȅ ǘƻ ǎƘƻǿ ǘƘŜ 
logger set-up screen. 
 

 
 
ENDING A SURVEY 
 
A survey may be ended manually by pressing & ƘƻƭŘƛƴƎ ǘƘŜ ΨǎƭŜŜǇΩ ōǳǘǘƻƴΦ 
 
Surveys will end automatically if the programmed survey duration is reached, or 
if the power is removed and the battery life exceeded.   
 
In all cases the recorded data will be securely saved for download. 



DOWNLOADING A SURVEY 
 
Please refer to sub-heading ά/ƻƴƴŜŎǘƛng the SPC Pro2έ in the following section 
for details on data download and presentation. 
 
 
 
 
 
OVERVIEW 
 
The SPCPro2 ships complete with a dedicated PC utility program which provides 
communication, set up and data presentation capabilities.  PowerPackPro is 
designed to run on Windows XP and later platforms. 
 
PowerPackPro is a task-orientated program and is extremely easy to drive, even 
for new users.  It provides the following functionality for the SPCPro2 
 
Logger Set Up 
Logger Status Check 
Logger Download 
Data Configuration 
aǳƭǘƛǇƭŜ ¢ǊŀŎŜ Ψ½ƻƻƳΩ DǊŀǇƘƛƴƎ 
Carbon Footprint Calculation 
Multi-rate Tariff costing 
Alarm Reporting 
Statistical Analysis 
Summary Reporting 
Data Export to MS Office 
 
LOADING THE SOFTWARE 
 
To load PowerPackPro, install the CD and follow the on-screen instructions. 
 

FNOTE: PowerPackPro is available for free download at 

www.spcloggers.com However to avoid potential driver problems it is 
important to load the software on the CD supplied with the unit, 
even if a downloaded copy has already been installed. 

 
Future software updates may then be downloaded from the website and 
installed as normal. 
 
 
 
 
 
 

USING THE SOFTWARE 

http://www.spcloggers.com/


Main Toolbar 

OPERATION 
 
Getting Started: 

Open the software by clicking the  ŘŜǎƪǘƻǇ ƛŎƻƴ ŀƴŘ ŘƻǳōƭŜ ŎƭƛŎƪ ΨSPCPro2 
Sample SurveyΩ to show the following screen. 
 
 
 
 

 
 
 
 
 
 
The software ships with some sample data pre-loaded which can be used for 
familiarisation of the package, and is useŘ ƛƴ ǘƘŜ ŜȄŀƳǇƭŜǎ ƛƴ ǘƘŜ Ψ¦ǎƛƴƎ The 
DǊŀǇƘƛƴƎ tŀŎƪŀƎŜΩ ǎŜŎǘƛƻƴ.   
 
CONNECTING THE SPCPro2 
 
Connect the SPCPro2 to the PC using an A to B type USB cable, and an unused 
USB port on the PC.   
 

FNOTE: Ensure that the CD supplied is present in the CD drive 

when the SPCPro2 is first connected. 
 
The PC will automatically recognise the SPCPro2 όƛƴŘƛŎŀǘŜŘ ōȅ ǘƘŜ άCƻǳƴŘ bŜǿ 
IŀǊŘǿŀǊŜέ ƳŜǎǎŀƎŜύ ŀƴŘ ǿƛƭƭ ƛƴǎǘŀƭƭ ǘƘŜ ƴŜŎŜǎǎŀǊȅ ŘǊƛǾŜǊǎ ǘƻ ŀƭƭƻǿ 
communications to be established. 
 

FNOTE:  the drivers are included on the CD supplied with the unit.  

This must be present in the CD drive at this stage in the proceedings. 
 

Network Tree 

List of downloaded 
surveys Data Presentation 

Window 



TƘŜ ǎǳŎŎŜǎǎŦǳƭ ŎƻƳǇƭŜǘƛƻƴ ƻŦ ǘƘŜ ǇǊƻŎŜǎǎ ƛǎ ƛƴŘƛŎŀǘŜŘ ōȅ ŀ ά¸ƻǳǊ ƘŀǊŘǿŀǊŜ ƛǎ 
ƛƴǎǘŀƭƭŜŘ ŀƴŘ ǊŜŀŘȅ ǘƻ ǳǎŜέ ƳŜǎǎŀƎŜ ŀǇǇŜŀǊƛƴƎΦ  ²ƛǘƘƛƴ ŀ ŦŜǿ ǎŜŎƻƴŘǎ 
PowerPackPro will locate the SPCPro2 and generate a new message. 
 

 
 

FNOTE:  If the Windows device recognition/drivers load process 

fails to function if may be necessary to load the drivers manually.  See 
Appendix 1 for details on this procedure. 

 
Click OK and the logger will appear on the tree at the upper left of the screen as 
shown. 
 

 
 

Right click the SPC Icon to open the command menu 
 

 
 
 



This provides four options: 
 

Ψ±ƛŜǿ [ƻƎƎŜǊ {ǘŀǘǳǎΩ όŀƭǎƻ ŀǾŀƛƭŀōƭŜ Ǿƛŀ ǘƘŜ  icon). 
 

 
Battery voltage should read over 3.7 volts.  If it is lower than this the logger may 
shutdown if it is not connected to a mains supply. 
 
Details of the device and any recorded data are shown, along with the logging 
ǎǘŀǘǳǎ ƛƴŘƛŎŀǘƻǊΦ  DǊŜŜƴ ŦƻǊ ΨƻƴΩ ŀƴŘ ǊŜŘ ŦƻǊ ΨƻŦŦΩΦ 
 

ΨSet Up SurveyΩ (also available via the  icon. 
 

 
 
 
This screen allows the following parameters to be set. 
 

FNOTE: Ensure your PC clock is correct! 

 

FNOTE: This will erase all survey data on the logger!   

 

FNOTE: Should the unit not respond a General Reset may be 

required ς Hold down the Reset/Sleep button together until the unit 
restarts. 



Storage Interval ς Select the desired data storage interval from the available 
ƻǇǘƛƻƴǎΦ  bƻǘŜ ǘƘŀǘ ǘƘŜ άIntervalέ ǇŀƴŜ ǿƛƭƭ ŀƭǘŜǊ ǘƻ ǎƘƻǿ ǘƘŜ storage interval at 
the selected survey duration, and the end time/date of the proposed survey, 
based on the current time. 
 
/ƭƛŎƪ Ψ{Ŝǘ [ƻƎƎŜǊΩ ǘƻ ǳǇŘŀǘŜ ǘƘŜ ǳƴƛǘΦ 
 
Downloading via the USB Memory Stick 
 
To download the survey via the memory stick you will need to press the 
Ψ5ƻǿƴƭƻŀŘ ǘƻ ¦{.Ω ōǳǘǘƻƴ ŀƴŘ ǿŀƛǘ ŦƻǊ ǘƘŜ ǎǳǊǾŜȅ ǘƻ ŘƻǿƴƭƻŀŘΦ  
 

 
 
Once the download has completed then plug your USB into the PC and you will 
see the PPP software show the memory stick as follows:  
 

 
 

Double click on the survey file and then continue through the download steps 
below.  
 
 
 
 
 
 
 
 



ΨDownload DataΩ (also available via the  icon). 
 

 
 
Step 1 
 
/ƭƛŎƪ ΨƴŜȄǘΩ ǘƻ ŘƻǿƴƭƻŀŘ ǘƘŜ ŘŀǘŀΦ 
 

FNOTE: This does not clear the logger memory. 

 
Step 2 
 
²ƘŜƴ ǘƘŜ ŘƻǿƴƭƻŀŘ ǊŜŀŎƘŜǎ млл҈Σ ŎƭƛŎƪ ΨƴŜȄǘΩ ǘƻ ŜƴǘŜǊ ǘƘŜ ǎǳǊǾŜȅ ƴŀƳŜΣ 
location and any relevant notes. 
 
Step 3 (Voltage present) 

 
 



This screen shows the results of the autodetect sequence for voltage phase 
detection.  In this example ph3 has been selected,  and the resulting phase 
power factors shown in the lower pane. 
 
As the survey data are downloaded, the software checks the phase angle 
measurements for all phases to ascertain the phase which was used for the 
voltage connection (usually unknown to the operator).  The screen shows the 
selected voltage phase at the top, and the phase power factor below.  In 
exceptional circumstances (e.g. very poor actual PF) it may be necessary to 
override the auto-detection. This is achieved by ǳƴŎƘŜŎƪƛƴƎ ǘƘŜ Ψ!ǳǘƻ ŘŜǘŜŎǘΩ ōƻȄ 
and clicking on the desired voltage phase.   
 
Note that the phase power factors are automatically adjusted to reflect the 
revised selection. 
 
Step 3 (Voltage not present only) 
 
 

 
 
 
This screen appears if the software detects that no voltage was measured 
consistently through the survey (e.g. battery powered survey), and manual input 
is required. 
 
Enter the supply voltage as a phase to neutral value.  If the survey was carried 
out on a 3 phase 3 wire system (where no neutral is present) it is necessary to 
enter the value from phase to earth.  On standard 3ph systems the phase to 
neutral value may be derived from the phase to phase value by dividing it by ҞоΦ  
E.g. 400V÷Ҟо Ґ нолV 



Step 4 (Voltage not present only) 
 

 
 
Select a load type, or enter the power factor of the load if known. 
 
 
STEP 4 
Select a tariff from the drop down menu for use in cost calculations. 
 

 
 

FNOTE: PowerPackPro is pre-loaded with default single rate and 

day/night tariffs.  Other tariffs may be added by the user  
 

 
/ƭƛŎƪ ΨŦƛƴƛǎƘΩ ǘƻ ƻǇŜƴ ŀ ƎǊŀǇƘ ǎƘƻǿƛƴƎ ǘƘŜ ǎǳǊǾŜȅ ǊŜǎǳƭǘǎ 
 
 
 
 



 
 
 
PowerPackPro will automatically open a graph after a survey has been 
successfully downloaded.  Graphs may also be opened by clicking on the relevant 

survey in the survey list, or via the  icon. 
 
Depending on the length of the downloaded survey, the default settings will 
create a graph of the entire survey, or in the case of longer surveys create a 
graph using a 30 minute data interval with an initial view of a 1 week period.  
These settings may be altered manually if desired.  PowerPackPro is shipped with 
a SPCPro2 sample survey pre-loaded which is used in the following pages. 

 
 
 
Selecting the Measurement Units: 
 

 
Click on the drop-down list on the toolbar to select the desired unit. 
 
The graphing engine uses a bar chart format for kWh, cost and carbon values, 
and a line chart for amps, volts, kW & PF.   
 
Dual trace graphs use the LH & RH Y axis to define the trace values. 

USING THE GRAPHING PACKAGE 



USING THE GRAPH TOOLS 
 
Data View Options 
 
Zoom: 

Click the zoom tool buttons  to activate the zoom cursor.  Drag the cursor 
over the desired graph area whilst holding down the left mouse button to define 
a zoom area. 
 

 
 
Release the mouse button to display the zoom area 
 

 
 

FNOTE: The zoom function can be repeated as many times as 

necessary to provide a macro zoom capability.  The  button 
reverses the zoom-in process by one step per click. 

 
 
Show Data Values: 

Click the  crosshairs button to enable this feature.  Place the crosshairs at any 
point on the data trace to display the value and time stamp below the title bar. 
 
 

 
 
 



Show Alarm Levels: 
 

Click the  button to display the alarm values on the graph. 

 
 
 
Show Gridlines: 

Click the  button to toggle the graph gridlines on and off. 
 
 
Options: 
 

Click the  icon to open the options screen. 
 
Ψ{ǘŀǊǘ ¦ǇΩ  
 

 
 

 
 
 
 
 
 
 
 
 



 

ó5ŀǘŀΩ 
Set Detault intervals 
Ammend CO2 emmissions calculation figure 
 

 
 

Ψ/ƘŀǊǘΩ   
Change line thickness 
 

 
 

Ψ/ƻƭƻǳǊǎΩ  
Change current phase colours 
 

 
 
 
 



 
 
 
 
 

Ψ[ƻƎƎƛƴƎΩ 
External Logs 
Start-Up is selected by Default 
Communications can be enabled if experiencing difficult communicating with 
logger. 
 

 
 

 
ADDITIONAL GRAPH FUNCTIONS 
  

Export to Microsoft Office: 
 

Click the  Excel or  Word buttons on the main toolbar to export the graph 
ƛƳŀƎŜ ǘƻ ŜƛǘƘŜǊ ƻŦ ǘƘŜǎŜ ǇǊƻƎǊŀƳǎΦ  ό¢Ƙƛǎ Ŏŀƴ ŀƭǎƻ ōŜ ŘƻƴŜ ǳǎƛƴƎ ǘƘŜ Ψ9Řƛǘκ{ŜƭŜŎǘ 

!ƭƭΩ ŦǳƴŎǘƛƻƴ ƻƴ ǘƘŜ ƳŜƴǳ ōŀǊ ƻǊ ŦǊƻƳ ǘƘŜ ƎǊŀǇƘ ǘƻƻƭōŀr icon , and copy and 
paste buttons on the toolbar). 
 
Sharing Surveys 

Click the  button on the main toolbar to email the survey to a third party.  
This will open Outlook with the files already inserted, with a reminder /weblink 
to the recipient that they will need to have PowerPackPro running on their PC to 
view the survey.  These files should not be opened in Excel. 



SUMMARY TAB 
 
/ƭƛŎƪ ǘƘŜ Ψ{ǳƳƳŀǊȅΩ ǘŀō ŀǘ ǘƘŜ ōƻǘǘƻƳ ƻŦ ǘƘŜ ŎƘŀǊǘ ǿƛƴŘƻǿ ǘƻ ƻǇŜƴ  ǘƘŜ ǎǳǊǾŜȅ 
summary page. 
 

 
 
The following fields may be edited as required. 
 

¶ Title 

¶ Location 

¶ Created By 

¶ Voltage Phase 

¶ Current Multiplier 

¶ Notes 

¶ Voltage* 

¶ Power Factor* 
 
ϝ²ƘŜƴ ǇǊŜǎŜƴǘ όƻƴƭȅ ǎƘƻǿƴ ŦƻǊ άǾƻƭǘŀƎŜ ƴƻǘ ǇǊŜǎŜƴǘέ ǎǳǊǾŜȅǎύ 
¢ƘŜ Ψ/ǳǊǊŜƴǘ aǳƭǘƛǇƭƛŜǊΩ ŀƭƭƻǿǎ ŀŘƧǳǎǘƳŜƴǘǎ ǘƻ ōŜ ƳŀŘŜ ǘƻ ǘƘŜ ƳŜŀǎǳǊŜŘ ŎǳǊǊŜƴǘ 
values to allow for additional external CTs.  
 

FNOTE: changes are indicated by the text changing from black to 

red.  TƘŜ ƻǇǘƛƻƴ ǘƻ ΨǎŀǾŜ ŎƘŀƴƎŜǎΩ ŀǇǇŜŀǊǎ ǿƘŜƴ ŜȄƛǎǘƛƴƎ ŦǊƻƳ ǘƘŜ 
summary page.  CƭƛŎƪ ΨȅŜǎΩ ǘƻ ǎŀǾŜ ŎƘŀƴƎŜǎΦ 

 
DATA TAB 
 
Click ǘƘŜ ΨŘŀǘŀΩ ǘŀō ǘƻ ŘƛǎǇƭŀȅ the survey data in tabular format. 
 

FNOTE: The data displayed will match the graph settings for 

analysis data interval (see options) and graph period selected. 



 
Selecting Data: 
Hold down the left mouse button and drag the cursor to select data.  To select 
the whole table ŎƭƛŎƪ ά9Řƛǘκ{ŜƭŜŎǘ !ƭƭΩ ōǳǘǘƻƴ ƻƴ ǘƘŜ Ƴŀƛƴ ƳŜƴǳ ōŀǊΦ 
 
Selected data may be copied and pasted as required using the relevant buttons 
on the main toolbar. 
 
Exporting Data: 
Data may be exported in tabular form to Excel or Word by clicking the relevant 

buttons  on the main toolbar or emailed to a third party by clicking the  
button. 
 
STATISTICS TAB 
 

 
 
/ƭƛŎƪ ǘƘŜ Ψ{ǘŀǘƛǎǘƛŎǎΩ ǘŀō ǘƻ ŘƛǎǇƭŀȅ ǘƘŜ ǎǘŀǘǎ ǿƛƴŘƻǿ ǎƘƻǿƛƴƎ ǘƘŜ ƪŜȅ ǾŀƭǳŜǎ ŀƴŘ 
ratios for all parameters. 
 
COSTS TAB: 
 
/ƭƛŎƪ ǘƘŜ ΨŎƻǎǘǎΩ ǘŀō to display the costing window. 
PowerPackPro is supplied with two preloaded tariffs (Default Single Rate and 
Default Day & Night Rate).  These are provided as examples and do not 
necessarily reflect actual tariffs. 
 

 
 
ADDING AND AMENDING TARIFFS: 
 
PowerPackPro supports the entry of multiple tariffs with up to 5 time bands.   
 

FNOTE: Time bands cannot span a date change.  If a desired time 

band runs across midnight it must be entered as two bands. 
 



To amend an existing tariff, overtype the description field as required and enter 
the desired cost rates also.  Note that costs are entered as p/kWh.  Select the 
desired start/finish times from the drop-down menu. 
 
!ƳŜƴŘŜŘ ǾŀƭǳŜǎ ǿƛƭƭ ŎƘŀƴƎŜ ŦǊƻƳ ōƭŀŎƪ ǘƻ ǊŜŘΦ  /ƭƛŎƪ ǘƘŜ ΨǊŜŎŀƭŎǳƭŀǘŜΩ ōǳǘǘƻƴ ǘƻ 
apply the revised rates to the survey data. 
 
To create a new tariff, proceed as above, adding additional bands if required.  
 
¢ƘŜ ƻǇǘƛƻƴ ǘƻ ǎŀǾŜ ŎƘŀƴƎŜǎ ŀǇǇŜŀǊǎ ǿƘŜƴ ŜȄƛǘƛƴƎ ŦǊƻƳ ǘƘŜ Ŏƻǎǘǎ ǇŀƎŜΦ  /ƭƛŎƪ Ψ¸ŜǎΩ 
ǘƻ ǎŀǾŜ ŎƘŀƴƎŜǎΦ  9ƴǘŜǊ ŀ ƴŜǿ ǘŀǊƛŦŦ ƴŀƳŜ ƛƴ ǘƘŜ Ψ{ŀǾŜ ¢ŀǊƛŦŦ !ǎΩ ōox to create a 
new tariff, or save as the existing name to amend a tariff. 
 

ALARMS TAB 
 
/ƭƛŎƪ ǘƘŜ Ψ!ƭŀǊƳǎ ǘŀō ǘƻ ŘƛǎǇƭŀȅ ǘƘŜ ŀƭŀǊƳ ǎŎǊŜŜƴΦ 
 
 

 
 
Select the desired parameter from the drop-down menu at top left.  Enable high 
and low alarms via the checkboxes provided.  Enter your desired alarm 
ǘƘǊŜǎƘƻƭŘǎ ŀǎ ǊŜǉǳƛǊŜŘ ŀƴŘ ǇǊŜǎǎ ǘƘŜ ΨŜƴǘŜǊΩ ƪŜȅ ǘƻ ŀŎǘƛǾŀǘŜΦ  ¢ƘŜ ŀƭŀǊƳ ŜǾŜƴǘǎ 
will be listed in the main window. 
 

FNOTE: Alarm thresholds may also be viewed on the chart, with 

the alarm zones appearing in pink  
 



 
 

File Structure: 
 
To establish the file location of surveys on your PC ŎƭƛŎƪ ǘƘŜ ΨCƛƴŘ {ǳǊǾŜȅΩ ōǳǘǘƻƴ 
on the file tree 

 
 
This will give a window that tells you where the files are located: 
 

 
 
 
If you wish to open the folder location press the bar 
 
New Folders may aƭǎƻ ōŜ ŎǊŜŀǘŜŘ ōȅ ǇǊŜǎǎƛƴƎ ǘƘŜ ά!ŘŘ Newέ ōǳǘǘƻƴ 
 

 
This option also enables you to remove folders and rename them.  




